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ABSTRACT 
EFFECT OF VIEWING CONDITIONS ON THE DETECTION OF PROXIMAL 
DENTAL CARIES IN INTRAORAL DIGITAL IMAGES WITH AND WITHOUT 
COMPUTER-ASSISTED DIAGNOSIS 
Lauren C. Szechy 
December 7, 2012 
Background: Dental caries is the most common childhood ailment and one of the most 
prevalent chronic diseases of people worldwide. Approximately 91 % of dentate adults 20 
years or older have experienced dental caries. Carious lesions on proximal surfaces are 
particularly difficult to detect clinically, which is why intraoral radiography has become a 
supplemental method used to aid diagnosis. It was hypothesized that the accuracy of 
detection of proximal caries with the unaided eye would be reduced in sub-optimal 
viewing conditions; furthermore, the use of computer-assisted diagnostic software 
(Logicon Caries Detector) would improve the overall accuracy of observers. Methods: 
Eighteen radiographs with 214 surfaces were evaluated by 12 observers (general dental 
practitioners acting as attending faculty from University of Louisville School of 
Dentistry). Each observer viewed the designated surfaces in each of the viewing 
IV 
conditions, both with and without LCD software. The viewing conditions included: 1) 
brightly lit room 2) dark room, and 3) brightly lit room with plastic infection control bags 
on the monitors. The sensitivity and specificity of each evaluator were calculated and 
compared for each of the conditions using ANOVA at the significance level ofp :::;0.05. 
Results: Sensitivity was significantly worse in the protective barrier condition than in the 
dark and bright rooms. With sharpening alone, diagnostic ability increased up to 8.59%, 
and LCD increased accuracy up to 17.22%. The data for specificity was slightly 
scattered due to a small sample size of caries-free surfaces. Conclusions: In such 
conditions when poor lighting and barriers can take away from diagnostic ability, 
computer assisted software can be a useful tool to help dentists perform as well, or better 
than in optimal conditions. 
v 
TABLE OF CONTENTS 
ACKNOWLEDGEMENTS 
ABSTRACT 
LIST OF TABLES 
LIST OF FIGURES 
CHAPTER I: INTRODUCTION 
CHAPTER II: REVIEW OF THE LITERATURE 
CHAPTER III: MATERIALS AND METHODS 
CHAPTER IV: RESULTS 
CHAPTER V: DISCUSSION 



















LIST OF TABLES 
TABLE PAGE 
1 Statistical Ratings 23 
2 Sensitivity - True Positive Rate 27 
3 Specificity - True Negative Rate 27 
4 Accuracy 28 
Vll 
LIST OF FIGURES 
FIGURE PAGE 
1 Logicon Caries Detector V Tool 10 
2 LCD Diagnostic Outputs 10-11 
3 Radiographic Classification of Caries 15 
4 Observer Answer Sheet 16 
5 Observer Answer Sheet with Restorations 17 
6 Dark Room Viewing Condition 18 
7 Clinical Operatory, Bright Room Viewing Condition 19 
8 Protective Barrier Viewing Condition 19 
9 TG 1 O-QC Calibration Pattern 20 
10 Examples of Sub-Conditions 21 
11 Clinical Confirmation of Caries 25-26 
Vlll 
Background and Significance 
CHAPTER I 
INTRODUCTION 
Dental caries is the localized destruction of susceptible dental hard tissues by 
acidic by-products from bacterial fermentation of dietary carbohydrates. It is the most 
common childhood ailment and one of the most prevalent chronic diseases of people 
worldwide. Individuals are susceptible to the disease throughout their lifetime. 
Approximately 91 % of dentate adults 20 years or older have experienced dental caries.! 
If left untreated, dental caries will progress to include the dental pulp, cause excruciating 
pain and ultimately require tooth removal. Dental carious lesions on contacting proximal 
surfaces of adjacent teeth are particularly difficult to detect in clinical dental practice 
either visually or with a dental explorer. Intraoral radiography using the bitewing 
technique is generally the method used to supplement the diagnosis of proximal dental 
caries. Dental radiography has an overall sensitivity of 50% and a specificity of 87% in 
detecting interproximal dental caries.2 Thus, using conventional clinical and radiographic 
methods, a dentist can detect only about half the dental carious lesions present and, could 
potentially misclassify sizeable numbers of sound surfaces as decayed. Such decisions 
could lead to providing treatment when none is warranted - over-treatment. Furthermore, 
visually diagnosing radiographic images for proximal caries is difficult because of 
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variations in radiographs due to exposure level, tooth structure and tooth shape, and 
because the eye tends to smooth out shades of gray. 3 Finally, just detecting dental caries 
is not sufficient to assess need for restorative treatment. Such a decision is predicted by 
an accurate determination of the degree of penetration of the process through the tooth 
enamel and into dentin. 
The most important variables when interpreting digital dental radiographic images 
are the monitor,4 the viewing conditions,4-6 and the observer.7 The use of poor quality 
monitors and viewing conditions have a negative impact on the ability to detect small 
density differences displayed on dental radiographic images. However, the experience of 
observers and their ability to use software to adjust brightness and contrast of images are 
as important, or perhaps, even more important, as these technical considerations. 
Logicon Caries Detector (LCD), a patented, FDA conformant computer diagnostic tool is 
an example of available computer assisted diagnostic software which has been shown to 
improve radiographic detection rates of proximal surface caries from 30% up to 69%.6 
Logicon software allows dentists to inspect potential lesions on proximal surfaces. The 
software then determines whether there is a lesion and if it penetrates deep enough to 
deserve treatment.8 The software does this by means of analyzing density changes 
(shades of gray) in the tooth. 
Objectives 
The main purpose of this study is to determine if the overall accuracy of multiple 
observers in the detection of proximal dental caries requiring dental restoration with the 
unaided eye in sUb-optimal viewing conditions is reduced. Furthermore, because 
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computer assisted diagnostic software is independent of monitor and, to a certain extent, 
observer, the use of such a program in variable viewing conditions is expected to improve 
the overall accuracy of observers in the detection of proximal dental caries and the 
decision threshold of treat/no treat. The understanding of the influence of optimal 
viewing conditions and use of computer assisted software on the diagnosis of treatable 
proximal dental caries should provide dentists with greater accuracy in this clinically 
important task. 
Specific Aims 
The aims of this investigation are to compare the effect of two dependent 
variables on the unaided visual detection of proximal dental caries requiring restoration 
on digital intraoral radiographic images by multiple observers: 
1. Different viewing conditions 
a. Optimal conditions - A darkened room with no ambient lighting. 
(Dark Room) 
b. Clinical operatory - A brightly lit dental operatory with overhead 
fluorescent lighting (Bright Room) 
c. Clinical operatory with infection control barriers - A brightly lit dental 
operatory with overhead fluorescent lighting with a plastic infection 
control barrier over the monitor. 
2. Computer-assisted diagnostic software program (Logicon Caries Detector, 
Carestream KODAK Dental, Augusta, GA, USA). 
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CHAPTER II 
REVIEW OF THE LITERATURE 
Primary Diagnosis of Proximal Caries 
Visual and clinical inspection is the primary method used for diagnosis of 
proximal dental caries. This is performed using a dental explorer and dental mirror. In 
the majority of cases, visual identification is difficult due to the location of the caries. 
The mesial and distal surfaces of teeth are somewhat "hidden" to the eye, which is why 
secondary methods of diagnosis are used in addition to clinical inspection. 
In March 2001, the National Institute of Health (NIH) published a consensus 
statement on the diagnosis and management of dental caries, expressing a need for 
advances in radiographic methods of diagnosing non-cavitated lesions and a need for 
clinical studies to evaluate the efficacy of new methods. The work reported in this thesis 
contributes to both of these needs as identified by the NIH panel of non-advocate, non-
federal experts following a number of presentations from prominent investigators in the 
field. 9 
Intraoral Radiography 
Intraoral radiography using the bitewing technique is generally the method used 
to supplement the diagnosis of proximal dental caries. When viewing a radiograph, a 
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dentist detects caries when he/she sees a small notching decrease in shade of gray (called 
a radiolucency) on the enamel surface, just below the proximal contact point. 
Histopathologically, as the carious lesion in the enamel follows the path of the enamel 
rods and increases in size, it demonstrates a triangular pattern with its base towards the 
outer surface of the tooth and with a flattened apex towards the dentinoenamel junction. 
After reaching the DEl, the carious lesion spreads along the junction and forms a second 
base. From this second base, the caries proceeds towards the pulp along the path of the 
dentinal tubules and forms another triangular radiolucency with the apex towards the 
pulp. Thus, proximal caries progresses to form two triangular areas with the base of the 
first triangle at the outer enamel surface of the tooth and the base of the second triangle at 
the DEl. When the undermined enamel fractures, the entire carious lesion 
radiographically resembles aU shape. 10 
There are a number of special circumstances and situations where artificial 
radiolucencies may appear on radiographs and can be confused with dental caries. These 
situations may lead the dentist to falsely predict decay where there is none. It is 
important for the dentist to be familiar with these instances and be able to distinguish 
dental caries from them, in order to avoid unnecessarily restoring sound tooth material. 
The most common one is cervical burnout. This is an illusion of radiolucency of a 
radiopaque object. Typically, this appears as a radiolucent area between the crown and 
the portion of the root covered by alveolar bone. This occurs because that area absorbs 
fewer x-ray photons than the adjoining areas. 10 A second x-ray may be taken with 
different angulation or exposure in attempt to avoid cervical burnout. Other situations 
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include shadows caused by pulling the lip back when taking a radiograph, shadows 
caused by foreign objects such as sponges or cotton rolls, shadows underneath the 
occlusal ridge, concave surfaces, badly overlapping teeth, and problematic tooth 
geometry in general. 
Radiography has an overall sensitivity of 50% and a specificity of 87% in 
detecting interproximal dental caries. 8 Thus, using conventional clinical and 
radiographic methods, a dentist can detect only about half the lesions present and, could 
misclassify sizeable numbers of sound surfaces as decayed. Furthermore, visually 
diagnosing radiographic images for proximal caries is difficult because of variations in 
radiographs due to exposure level, tooth structure and tooth shape, and because the eye 
tends to smooth out shades of gray. 3 Finally, just detecting dental caries is not sufficient 
to assess need for restorative treatment. Such a decision is predicated by an accurate 
determination of the degree of penetration of the process through the tooth enamel and 
into the dentin. 
The most important variables when interpreting digital dental radiographic 
images are the monitor,4 the viewing conditions,4-6 and the observer.7 The use of poor 
quality monitors and viewing conditions may have a negative impact on the ability to 
detect small density differences displayed on dental radiographic images. However, the 
experience of observers are as important, or perhaps, even more important, as these 
technical considerations. Digital radiography has brought new opportunities for smart 
software to aid dentists in diagnosis of dental caries. 
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Many computer-based image viewing programs, like Kodak Dental Imaging 
Software (Carestream KODAK Dental, Augusta, GA, USA), DentiMax (DentiMax LLC, 
Mesa, AZ, USA), and MicroDicom (Simeon Antonov Stoykov, Sofia, Bulgaria), provide 
several features and assessment tools that can aid dentists in diagnosis. Firstly, the large 
size, and ability to zoom, allows the dentist to see the image with greater magnification. 
Adjusting brightness and contrast, sharpening the image, and/or running different filters, 
allows the dentist to enhance the image to better see what they are looking for. Filters 
simply remove some of the radiographic information, to give a clearer view of the area in 
question. KDIS (Kodak Dental Imaging Software) has unique automatic presets that 
allow the dentist to focus on the shades of gray that are relevant to the pathology they are 
seeking to diagnose. For example, if the dentist clicks the periodontal icon, it will focus 
on the shades of gray in the spectrum that highlight the periodontal area of the tooth, 
including calculus on the teeth and at the soft-tissue level. The Endo icon highlights the 
lamina dura, the shades of the apex of the tooth, and the surrounding bone. Finally, the 
DE] icon highlights the shades of gray at the DE] interface and can be helpful in 
diagnosing caries. This ability to enhance and segment the gray scales makes it easier to 
identify and diagnose subtle changes that are often missed on other digital systems.5 
Logicon Caries Detector 
Logicon Caries Detector (Carestream KODAK Dental, Augusta, GA, USA), a 
patented, FDA approved computer diagnostic tool is an example of available computer-
assisted diagnostic software, which has been shown to improve radiographic detection 
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rates of proximal surface caries from 30% up to 69%.6 Logicon software allows dentists 
to inspect potential lesions on proximal surfaces of digital bitewing images. The 
software then identifies variations in enamel gray-scale homogeneity, based on a database 
and determines the possibility of the presence of a lesion and if it penetrates deep enough 
to deserve treatment. 8 The software does this by means of analyzing density changes 
(shades of gray) in tooth. A typical bitewing radiograph contains 4,096 shades of gray, 
most computer monitors can display 256 shades of gray. A human observer is able to 
perceive between 700 and 900 different shades of gray over the entire luminance range 
and in optimal conditions. I I However, the eye cannot simultaneously operate over such a 
range of intensity levels and therefore operates by changing the overall sensitivity in a 
process called brightness adaption. At a given sensitivity, the eye can simultaneously 
discriminate only a relatively small number of intensity levels. For a given condition, the 
sensitivity of the visual system is called the brightness adaption level. The visual contrast 
response under fixed adaptation conditions is worse in the bright and dark areas of an 
image. This means that the brighter and darker image parts, and therefore subtle 
luminance differences, will be more difficult to see. 
Logicon Caries Detector analyzes these shades of gray that cannot be seen by 
the human eye, therefore improving diagnostic ability. This software is the first FDA 
approved tool able to trace the caries from the surface through the enamel and into the 
dentin, and to produce probabilities that enamel and dentin lesions are present based on a 
comparison with a database of known caries.3 
After the dentist designates the region of interest on either the distal or mesial 
surface ofa tooth, he/she uses the V-tool to select that region (Fig 1). The program then 
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runs automatically and produces three diagnostic aids (Fig 2). First, the software finds 
the outer edge of the tooth and the dentinoenamel junction (DEl). Next, the program 
analyzes the density variation along contours paralleling the tooth surface and the DEl. 
Logicon separates the region of interest into ten equally spaced contours, and looks for 
correlations in density dips that could be related to caries disease. If such a pattern is 
present, the program highlights it and outlines the edges of the density dips in red. 
Finally, the probability of a lesion being present is calculated based on a database of 
known dental caries cases. A decision threshold line, based on a fifteen percent false-
positive rate, is shown with the lesion probability bar graph. If the probability bar for a 
dentinal lesion is well above this decision threshold, the dentist is advised to consider 
restorative treatment of the tooth. On the other hand, if the probability bar is near or 
below the decision threshold, the dentist is advised to wait and re-evaluate the case at a 
later date. When the probability bar is above the decision threshold for an enamel lesion, 
it is based more on the dentist's judgment than on the software's output. This is because 
an enamel lesion alone may not progress to a severe state, or may even recalcify.3 In a 
2002 study by David Gakenheimer, LCD was proven to help dentists find 20 percent 
more cases of caries penetrating into the dentin without causing them to misdiagnose 
additional healthy teeth.3 
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Figure 1. Cropped, enhanced bitewing image showing the localization of the V tool to 
select the proximal region on 30M. 
Surfac 
b. Tooth Density 
1.°E====3=====~1 .0 
a. Radiolucency Outline Enamel Dentin 
c. Lesion Probability 
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Figure 2. Cropped image output from the LCD software. a) The first diagnostic output 
from LCD. Tooth image shows selected analysis contours and radiolucency site is 
outlined in red. The green lines represent the regions in the enamel, and the blue lines 
represent the regions in the dentin. The dentinoenamel junction (DEJ) is represented by 
the first blue line. b) The second diagnostic output from LCD. Tooth density change 
throughout the enamel and into the dentin. The radiolucency center is highlighted with 
red dots. c) The third diagnostic output from LCD. Lesion probability with the decision 
threshold (yellow line) for 15 percent false-positive results. 
In January 2002, an International Consensus Workshop on Caries Clinical 
Trials (lCW-CCT) was held in Scotland; it included a presentation on modem 
concepts of caries management. Seven linked steps were proposed to facilitate caries 
management clinically: 1) caries detection, 2) lesion measurement, 3) lesion 
monitoring by repeated measures, 4) caries activity measures, 5) diagnosis, prognosis, 
and clinical decision-making, 6) interventions/treatments, and 7) outcome of caries 
control/management. The computer assisted diagnosis program described in this 
thesis contributes to steps 1-3, and the results from those steps provide important 




MATERIALS AND METHODS 
It was hypothesized that the overall accuracy of multiple observers in the 
detection of proximal dental caries requiring restoration with the unaided eye is reduced 
in suboptimal viewing conditions. Furthermore, it was hypothesized that the use of a 
computer assisted diagnostic software program in each viewing condition would improve 
the overall accuracy of observers in the detection of proximal dental caries and the 
decision threshold of treat/no treat. 
Institutional Review Board 
This study was submitted for IRB approval since it involved a retrospective chart 
audit. All images were de-identified and coded. Each observer also was invited to 
participate and signed a consent form before participating in this study (See Appendix A). 
IRB approval was granted on April 2, 2012 (Approval number 11.0630). 
Subject Selection 
The digital bitewing images of eighteen patients attending the private practice of 
Dr. Bradley A. Dykstra, DDS (BAD) were available for use. Images were taken using 
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KODAK RVG 6100 System (Carestream KODAK Dental, Augusta, GA, USA). BAD 
has had the LCD for a number of years and is familiar with its operation and utility in 
helping to determine whether caries is present on a surface, how deep the caries extends, 
and whether the surface needs to be restored, treated noninvasively, or merely monitored. 
Images were taken on patients during routine visits where clinical examination and use of 
LCD have been part of BAD's protocol for years. After examination and radiographic 
evaluation, BAD developed a treatment plan to restore those surfaces where he diagnosed 
the decay as entering the dentin and restoration was necessary. During the restoration 
process, photographs were taken to visually document the depth of decay, based on 
appearance of decalcification of the enamel (evidenced as white material instead of 
normal, translucent enamel material) and staining of the dentin (brown spots). A clinical 
inspection also was performed with a mirror and probe to identify soft spots. 
At the same time, BAD recorded surfaces which were caries-free or had proximal 
dental caries in the enamel that required monitoring and non-invasive treatment. This 
determination was based on direct inspection of adjacent surfaces. In cases where 
proximal dental caries was present in the enamel but BAD did not believe that restoration 
was required, the patient was advised to follow one or more of the following instructions: 
improve oral hygiene using brushing and especially flossing; change diet and minimize 
consumption of sweets, soft drinks, et cetera; use a daily fluoride rinse or daily fluoride 
tray treatment; and possibly use a recalcification product such as Ml Paste (GC America 
Inc.). The LCD software was used during follow-up visits to monitor the state of dental 
caries and to assess the effectiveness of these non-invasive measures, with the goal being 
to avoid restoring the suspect surfaces. 
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Eighteen of BAD's patients presented bitewing images where one or more 
surfaces presented with dentinal decay that had been detected visually and/or with the 
LCD density analysis; the decay was not readily obvious on digital image and the 
surfaces had been, in the opinion of BAD, a challenge to detect and classify. In addition, 
cases had to demonstrate confirmed caries-free surfaces or surfaces where decay 
appeared to be in the enamel only. These latter surfaces had been monitored by BAD for 
several years to confirm their status. The type of treatment (restoration or noninvasive) 
was decided prior to any consideration of the images to be used in this study. 
Observers 
Twelve general dental practitioners with experience in diagnosing and treating 
proximal dental caries were recruited as observers. All observers were either full or part-
time attending faculty from University of Louisville School of Dentistry (ULSD). The 
age of observers ranged from 40 years of age to 73, with the average age being 55. They 
have been practicing dentistry for an average of 27 years and have been teaching at 
ULSD for an average of 14 years. The observers viewed the set of 18 images 
independently, with no knowledge of which surfaces had been restored by BAD or which 
ones were designated as caries-free or with enamel caries only. 
Each observer viewed the designated surfaces on the selected set of radiographs in 
each of the viewing conditions, both with and without LCD software. The evaluators 
were asked to identify each surface according to the following four point scale: 
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0= No caries present 
1 = Caries less than halfway through the enamel 
2 = Caries halfway or more through the enamel but not into the dentin 
3 = Caries through the enamel and touching or entering the dentin 
These numbers correlate with a radiographic classification of proximal dental 





No proximal dental caries 
evident 
Less than Y2 way 
through the enamel 
More than Y2 way through 
enamel but not involving 
dentin 
Involving 
DEJ but < Y2 
way through 
the pulp 
Figure 3. Radiographic classification of proximal dental caries used in the study. 
The evaluators recorded their ratings on an Observer Answer Sheet for each 
condition (Appendix C). For each image viewed, there was a matching diagram on the 
answer sheet. Observers were asked to rate 5 to 15 surfaces per image. If the 
corresponding diagram on the answer sheet had 5 vacant spaces, the observer recorded 5 
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answers. If the corresponding diagram had 10 vacant spaces, the observer recorded 10 
answers. The answers were recorded by the principal investigator (LCS) on the mesial or 
distal surface on the diagram. If an X was displayed on the diagram, it indicated that the 
observer should not provide a rating for that surface. If a restoration was present on the 
viewed radiograph, a restoration was imitated on the diagram. If the restoration hindered 
diagnostic ability, an X was displayed on the answer sheet. No answer was provided for 
such space. If the restoration did not hinder diagnostic ability, observers recorded their 
answers normally. Fig. 4 and Fig. 5 show examples of the Observer Answer Sheet. 
Intra-observer agreement was assessed by having each observer view 25% of the images 
twice, with a one week interval between viewing conditions to eliminate memory bias. 
Radiograph viewed on computermorutor Corresponding diagram with answers 
Figure 4. Example of Observer Answer Sheet. Reproduction of digital image (left) with 
corresponding diagram with example answers (right). 
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t.tadiograph viewed on computer monitor Corresponding diagram with answers 
Figure 5. Example of Observer Answer Sheet diagram with restorations present. 
Reproduction of digital image (left) with corresponding diagram with example answers 
(right). 
Viewing Conditions 
The digital images were evaluated under three conditions, and three sub-
conditions. The same cubicle/chair was used for each observer to ensure continuity 
throughout. The condition is a physical location/setting in which the observer viewed the 
Images. The subcondition is a modality in which the observer viewed/diagnosed the 
Images. All images were viewed using the Logicon software. All monitors used were 
calibrated using the TO 1 O-QC calibration pattern (Fig. 9) 
Conditions: 
1) Optimal condition - A darkened room with no ambient lighting: 
Physically this was the Radiology clinic reading room at ULSD with 
all lights turned off. The monitor used in this situation was a Dell 
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Professional P2210H with 1920 x 1080 resolution (Dell Inc., Round 
Rock, TX, USA). (Fig. 6) 
2) Clinical operatory - A brightly lit dental operatory with overhead 
fluorescent lighting. Physically, this was a cubicle in the dental clinic 
at ULSD with overhead fluorescent lights on. The monitor used in this 
situation was a elo Enruitive 1725L Touchmonitor (Elo Touch 
Solutions, Menlo Park, CA, USA). (Fig. 7) 
3) Clinical operatory with infection control barriers - Physically, this was 
the same cubicle in the dental clinic at ULSD, however, with a clear 
infection control bag placed over the monitor. The same bag was used 
for each observer to ensure continuity. This situation is the standard 
protocol for chair-side interpretation and treatment at ULSD (Fig. 8) 
Figure 6. Dark Room viewing condition 
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Figure 7. Clinical Operatory, Bright Room viewing condition 
Figure 8. Protective Barrier viewing condition 
19 
Figure 9. TO 1 O-QC calibration pattern 
Sub-conditions: 
1) Unenhanced: Raw image with no enhancements 
2) Sharpened: Image was sharpened to Levell 




Figure 10. Examples of sub-conditions. A) Unenhanced image: Arrows point out 
proximal caries on 13D and 13M that could be difficult to detect. B) Image sharpened to 
Levell using Logicon. Arrows point out the same caries, which are now much clearer. 
C) LCD density analysis on 13M shows caries into the dentin. D) LCD density analysis 
on 13D also shows caries into the dentin. 
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Computer-assisted Software 
The observers were given a tutorial on how to use the LCD prior to evaluating 
any images with LCD. During this tutorial, observers were showed the proper techniques 
on using LCD density analysis, and how to interpret its results. Two images with 14 total 
surfaces were used as practice images during the tutorial. The PI had screenshot 
printouts of her density analysis of the practice images. The observers were able to 
compare their analyses with those of the PI. If the observer was using LCD improperly, 
or could improve their technique, the PI corrected them and/or gave tips to help the 
observer. This tutorial was the only time the PI was able to correct the observer. Once 
the study began, the PI did not correct the observers' LCD technique. The goal of the 
tutorial was to eliminate any problems and facilitate the study. 
Statistical Analysis 
The sensitivity, specificity, and accuracy of the observers overall were calculated 
for each of the viewing conditions and sub-conditions. The true statuses of caries were 
obtained from BAD after the study was completed. The true status was reported as a 
value 0-3, in correlation with the evaluators' rating scale. 
0= No caries present 
1 = Caries less than halfway through the enamel 
2 = Caries halfway or more through the enamel but not into the dentin 
3 = Caries through the enamel and touching or entering the dentin 
The difference of the observers' ratings and the true status was calculated and used to 
determine sensitivity and specificity. 
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I Observer Rating - True Status I = Difference 
Table 1: Statistical Ratings 
Difference True Status Observer Rating Classification 
o or I Caries-Free Caries-Free True Negative 
2or3 Caries-Free Dentinal Caries False Positive 
o or 1 Dentinal Caries Dentinal Caries True Positive 
2or3 Dentinal Caries Caries-Free False Negative 
Table 1 outlines the determination of true negatives and true positives based on 
the difference calculated from the equation above. If the difference of these two values 
was a 0 or 1, and the true status of the surface was determined caries-free, it was a true 
negative, meaning the observer correctly rated the surface as having no caries present. If 
the difference was a 2 or 3, and the true status of the surface was determined caries-free, 
it was a false positive, meaning the observer rated a healthy surface as having caries. If 
the difference was 0 or 1, and the surface was caries-free, it was a true positive; the 
observer correctly rated the surface as having caries. Finally, if the difference was 2 or 3, 
and the surface had dentinal caries, it is a false negative, meaning the observer rated a 
surface with dentinal caries as having no caries or enamel caries. 
Using the formula below, the number of true positives and number of false 
negatives were used to calculate sensitivity. The number of true negatives and number of 
false positives were used to calculate specificity. 
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number of true positives 
Sensitivity = 
number of true positives + number of false negatives 
number of true negatives 
Specificity = -----------------------
number of true negatives + number of false positives 
Using the sensitivities and specificities, accuracy was calculated using the formula below. 
Accuracy = 




The true status of the surfaces was revealed once the study was complete. Based 
on the rating scale mentioned, a surface was classified as a 3 if the decay penetrated all 
the way through the enamel and touched or entered the dentin. A surface was classified 
as a 2 if the decay penetrated halfway or more through the enamel. Enamel penetration 
was judged based on depth of white decalcification. Dentin penetration was based on 
brown spots in the dentin. A surface was classified as a 0 if the dentist determined the 
surface clean over multiple patient visits . A surface was classified as a 1 if the dentist 




Figure 11. Clinical confirmation of proximal dental carious status. a) White 
decalcification of enamel and brown spots in the dentin confirm dentinal caries of 12D 
(lower) and 13M. Both surfaces were rated as 3s. b) 12D (lower) and 13M of a different 
patient. Decay is clearly through the enamel in both cases. A very small brown spot is 
visible on 13M. Both surfaces were rated as 3s. c) Decay is nearly through the enamel 
on 3M (upper), and was rated as a 3. Decay appears through the enamel on 4D, but no 
damage in dentin is visible (rated as a 2) . d) 3M (upper) and 4D (lower). Decay is 
clearly through the enamel and into dentin for 3M, and through the enamel for 4D, both 
rated as 3s. 
Of the 18 digital images, a total of 214 surfaces were used. Forty-one (41) 
surfaces were determined to have dentinal caries (rated as 3s), three surfaces were rated 
as 2s, one surface was rated as ai , and 5 surfaces were confirmed as caries free (rated as 
as). 
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Table 2: Sensitivity - True Positive Rate 
Bright Room 
DarkRoom 







Table 3: Specificity - True Negative Rate 
Bright Room 
Dark Room 
Bright Room with 
Protective Barrier 
Table 4. Accuracy 
Bright Room 
Dark Room 











































Table 2 outlines the sensitivity calculated for each of the conditions and sub-
conditions. For the unenhanced images, the true positive rate was as expected; diagnostic 
ability of observers was best in the dark room (85.9%), followed closely by the bright 
room (85.8%), and was significantly worse with the infection control barrier over the 
monitor (82.3%). The second column shows that, overall, the sharpened image results in 
greater sensitivity than the unenhanced image. However, the viewing conditions did not 
comply with the hypothesis. There was greater diagnostic ability with the protective 
barrier (90.9%) than the bright room alone (87.0%), and the dark room was just slightly 
lower than that (86.6%). It was expected to be the exact opposite, with dark room being 
the best and bright room with protective barrier being the worst. Finally, the third 
column shows that the use of Logicon Caries Detector produces a very large increase in 
diagnostic ability, with true positive rates being just shy of 100 percent. 
Table 3 outlines the specificity for each of the conditions and sub-conditions. For 
the unenhanced images, the Bright Room proved to be the best condition, contrary to the 
hypothesis, with a true negative rate of 76.4%. The Dark Room and Protective Barrier 
conditions followed behind with specificities of 75.0% and 74.1 % respectively. The 
sharpened images followed the same pattern as the unenhanced images, with the bright 
room yielding the greatest specificity (69.7%). Finally, the Logicon Caries Detector had 
scattered results, with the dark room having the largest specificity (77.8%), and the bright 
room having the lowest (68.3%). 
When sensitivity and specificity are combined with prevalence, the accuracy 
(Table 4) shows a more consistent result. For the unenhanced image, the Bright and Dark 
rooms (84.7% and 84.6%, respectively) proved to be superior to the Protective Barrier 
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condition (81.3%). The sharpened condition was different than anticipated, with the 
Protective Barrier condition having the greatest accuracy at 85.8%, and the Dark Room 
having the lowest accuracy at 83.0%. Finally, the LCD pI10ved to have much greater 
accuracy than the unenhanced and sharpened images, regardless of condition. 
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Purpose and Motivation 
CHAPTER V 
DISCUSSION 
This study found that overall diagnostic ability of observers in identifying 
restorable proximal dental caries decreases in poor viewing conditions. In such 
conditions when poor lighting and/or infection control barriers can obscure visualization 
of the monitor, we found computer assisted software, like Logicon Caries Detector, can 
restore or improve the unaided detection of restorable proximal dental caries. 
Overall, it was found that computer assisted software increased diagnostic ability 
by up to 16.4 percent. In addition, we found detection rates are consistent and unaltered 
by sub-optimal viewing conditions. This is most likely because the software program 
analyzes the raw image, without input from the human visual system, and therefore is 
uninfluenced by surrounding viewing conditions; the variability of the sensitivity results 
is solely based on the users' ability to pinpoint the surface in question and how they 
interpret the results. 
The data also proves that the protective plastic barriers for infection control over 
the monitors in the clinical operatory decreases diagnostic ability. In two of the three sub-
conditions, the barrier condition resulted with the lowest sensitivity. The Sharpened 
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Levell condition was an anomaly with sensitivity being 4% higher than the Dark and 
Bright Room conditions. 
It was expected that in the Darkened Room, observers would perform much better 
than in the Bright Room. In all three sub-conditions, the sensitivity values for Dark and 
Bright Rooms were almost identical. Therefore, it is not possible to say one condition is 
significantly better than the other. 
Inferences from the specificity data, however, are difficult to establish. The use of 
LCD was not as consistent as with sensitivity. The determination of true negatives 
ranged almost 10%, from 68.3% to 77.8%, with the Darkened Room being the highest. 
This could be due to user error of the software or the observers improperly interpreting 
the results LCD provided. 
In the Sharpened and Unenhanced sub-conditions, the protective barrier condition 
proved to be the worst, which was consistant with the sensitivity, and with the 
hypothesis. Contrary to the hypothesis, the Bright Room resulted as the condition with 
the greatest specificity, significantly larger than the Dark Room. Also contrary to the 
hypothesis, the Unenhanced images had a greater specificity than the sharpened images. 
The inconsistent results for specificity may be partially explained by the lack of 
true negative, or caries-free, data. Of the 50 surfaces that had confirmed status, only six 
of them were classified as caries-free. This small number of surfaces, as with any type of 
analysis, caused the specificity data to be scattered. For example, changing the ratio of 
"diseased to disease-free" to 44 diseased and 44 disease-free would also influence overall 
accuracy. 
e.g. Accuracy for bright room unenhanced with prevalence of 44 diseased and 6 
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non-diseased = [:: x. 858] + [(1 - ::) x. 764] = 84.7% Accuracy for bright 
room unenhanced with prevalence of 44 diseased and 44 non-diseased = 
[:: x. 858] + [(1- ::) X.764] = 81.1% 
Future Areas of Research 
Future research could include a similar analysis of diagnostic ability of proximal 
dental caries, using a greater number of confirmed caries-free surfaces. It is now clear 
that it cannot be expected to obtain confirmed caries surfaces and caries-free surfaces 
from the same patient radiographs. When digital dental images have several surfaces 
with confirmed caries, these patients usually have very poor teeth and no credible caries-
free surfaces. For future research, it would be wise to select patients with no history of 
caries, in addition to the patients with poor teeth. This would call for a larger selection 




When working in a clinical setting with protective infection control barriers on the 
monitors, as is done at University of Louisville School of Dentistry, the viewing 
condition for diagnosing digital radiographs is sub-optimal. It is important for dentists to 
familiarize themselves with conditions in which their diagnostic ability is best. In this 
study, it was not possible to declare a bright room (dental clinic) or a dark room with no 
ambient lighting (radiology clinic) as being a more optimal condition. However, it was 
proven that when using protective barriers on the computer monitors, diagnostic ability 
significantly decreased. Therefore, when practicing in such setting, it would be 
recommended that the dentist remove protective barriers from the monitor when 
interpreting digital radiographs for the presence of proximal dental caries. 
Computer assisted diagnosis (e.g. LCD) for proximal dental caries provides 
optimal accuracy regardless of viewing condition. 55.6% of the observers found Logicon 
easy to use, and 66.7% of the observers said they would use LCD in private practice or 
would like to see it implemented at ULSD. When asked what the observers liked about 
Logicon, they said they liked how accurate it was, and how it could detect caries that 
could have otherwise gone undetected, or "under"-detected. They liked that it could 
identify decay in non-suspect areas and that it gave positive reinforcement to 
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questionable lesions. When asked what they disliked about LCD, they said there was a 
steep learning curve at the beginning, but they liked it after some practice. They also 
disliked that it was time consuming. However, it can be argued that the extra time spent 
using LCD is worth the accurate diagnosis. 
Advancements in digital dental intraoral radiography have created opportunities 
to enhance digital images and to incorporate computer assisted diagnostic software into 
their office to assist with detection of proximal dental caries. It has been demonstrated 
that Logicon Caries Detector enabled dentists to find 17% more dentinal caries than 
unaided diagnosis, without misdiagnosing healthy surfaces. This same program can be 
used to monitor healthy surfaces and surfaces with enamel caries over time to see if 
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APPENDIXC 
OBSERVER ANSWER SHEET 
Instructions: 
Each image that you will view will be accompanied by a matching diagram on the answer 
sheet. For each image, you will examine 5 to 15 interproximal surfaces. If the 
corresponding diagram on your answer sheet has 5 vacant spaces, you will record 5 
answers. If the corresponding diagram has 10 vacant spaces, you will record 10 answers. 
Record your answer on the mesial or distal surface on the diagram as indicated. If an X is 
present on a surface, do not record an answer for such space. Refer to the example 
below. 
If at any point you become confused, or if the film image does not match with the 
diagram on your answer sheet, stop immediately and notify the coordinator. 
Possible answers: 
0= No caries present 
1 = Caries less than halfway through the enamel 
2 = Caries halfway or more through the enamel but not into the dentin 
3 = Caries through the enamel and touching or entering the dentin 
Example: 




with example answers 
If a restoration is present on the viewed radiograph, a restoration will be imitated on the 
diagram. If the restoration hinders your diagnostic ability, there will be an X; do not 
provide an answer for such space. If the restoration does not hinder your diagnostic 
ability, record your answer normally. Refer to the example below. 
Example: 




with example answers 
OBSERVER ANSWER SHEET 
Observer name: 
----------------------------
Viewing condition: ________________________ _ 
Possible answers: 
o = No caries present 
1 = Caries less than halfway through the enamel 
2 = Caries halfway or more through the enamel but not into the dentin 
3 = Caries through the enamel and touching or entering the dentin 
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OBSERVER ANSWER SHEET 
Observer name: 
----------------------------
Viewing condition: _______________________ _ 
Possible answers: 
0 = No caries present 
1 = Caries less than halfway through the enamel 
2 = Caries halfway or more through the enamel but not into the dentin 
3 = Caries through the enamel and touching or entering the dentin 
Image C: 
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OBSERVER ANSWER SHEET 
Observer name: 
-------------------------
Viewing condition: _____________________ __ 
Possible answers: 
0 = No caries present 
1 = Caries less than halfway through the enamel 
2 = Caries halfway or more through the enamel but not into the dentin 
3 = Caries through the enamel and touching or entering the dentin 
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OBSERVER ANSWER SHEET 
Observer name: 
----------------------------
Viewing condition: ________________________ _ 
Possible answers: 
0 = No caries present 
1 = Caries less than halfway through the enamel 
2 = Caries halfway or more through the enamel but not into the dentin 
3 = Caries through the enamel and touching or entering the dentin 
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OBSERVER ANSWER SHEET 
Observer name: 
----------------------------
Viewing condition: ________________________ _ 
Possible answers: 
0 = No caries present 
1 = Caries less than halfway through the enamel 
2 = Caries halfway or more through the enamel but not into the dentin 
3 = Caries through the enamel and touching or entering the dentin 
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OBSERVER ANSWER SHEET 
Observer name: 
---------------------------
Viewing condition: ___________ _ 
Possible answers: 
0= No caries present 
1 = Caries less than halfway through the enamel 
2 = Caries halfway or more through the enamel but not into the dentin 
3 = Caries through the enamel and touching or entering the dentin 
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OBSERVER ANSWER SHEET 
Observer name: 
---------------------------
Viewing condition: ______________________ _ 
Possible answers: 
0= No caries present 
1 = Caries less than halfway through the enamel 
2 = Caries halfway or more through the enamel but not into the dentin 
3 = Caries through the enamel and touching or entering the dentin 
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OBSERVER ANSWER SHEET 
Observer name: 
----------------------------
Viewing condition: ________________________ _ 
Possible answers: 
o = No caries present 
1 = Caries less than halfway through the enamel 
2 = Caries halfway or more through the enamel but not into the dentin 
3 = Caries through the enamel and touching or entering the dentin 
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0 = No caries present 
1 = Caries less than halfway through the enamel 
2 = Caries halfway or more through the enamel but not into the dentin 
3 = Caries through the enamel and touching or entering the dentin 
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